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A SAMPLE OF THIRTEEN i SEVERELY INVOLVED i CEREBRAL 
PALSIED CLIENTS <12 CHILDRENi ONE ADULT) PARTICIPATED IN THIS 
STUDY. DEGREE OF NEUROMOTOR DISABILITY WAS DETERMINED BY A 
SCALE BASED ON ACTIVITIES OF DAILY LIVING. A PSYCHOLOGICAL 
EVALUATION WAS MADE OF ALL SUBJECTS IN THE STUDY. SUBJECTS 
WERE EVALUATED IN THEIR USE OF ELECTRONIC SWITCHES CONNECTED 
TO VARIOUS OUTPUT DEVICES RANGING IN COMPLEXITY FROM A SIMPLE 
SERIES OF LIGHTS TO A SPECIALLY MODIFIED ELECTRIC TYPEWRITER. 
SUCCESSFUL USE OF THESE DEVICES HAS IMPLICATIONS FOR 
RECREATION, EDUCATION, COMMUNICATION, AND THERAPY. SWITCH 
CONTROLS THAT WERE DEVELOPED INCLUDED A JOYSTICK, A SET OF 
MERCURY SWITCHES MOUNTED ON A HAT, A MINIATURE JOYSTICK HELD 

between the teeth and operated by the tongue, a pneumatic 

CONTROL HEMISPHERICAL JOYSTICK FOR A PALMAR SURFACE CONTROL, 
SEVERAL MAGNETICALLY ACTIVATED DEVICES, AND A HORN BUTTON 
SWITCH. OUTPUT DEVICES INCLUDED A DISPLAY BOARD WITH FOUR 
LI6HTBULBS, ETCH-A-SKETCH DRAWING TOY, STRIP PROJECTOR AND 
ELECTRIC TYPEWRITER CONTROL DEVICE. SUBJECTS WERE EVALUATED 
ON TIME LAPSE BETWEEN REQUEST FOR RESPONSE AND RESPONSE AND 
ADEQUACY OF RESPONSE. THE APPENDIXES INCLUDE ACTIVITIES OF 
DAILY LIVING EVALUATION FORM, INFORMATION ON SUBJECTS TESTED, 
AND PHOTOGRAPHS OF THE INPUT AND OUTPUT DEVICES TESTED. (GB) 
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SUMMABY 

Ciis report summarizes a yearns work - January to December, 1965. A 
project was designed in which selected patients with cerebral palsy 
were evaluated as to their ability to manipulate and control reliably 
a series of switches connected to V€Lrious output devices. The evalua- 
tion involved rather exact observation of the child ?s residual motor 
abilities. The child was then matched with the most appropriate control. 

A measure of success in this attempt was the patient ?s ability to control 
reliably one or more of a series of outputs, varying in complexity from a 
simple series of light bulbs, to a specially modified and adapted^electrlc 
typewriter. 

Results of this esperlence indicated the value of exploring to the 
all available motor function in the child with cerebral palsy, in the ' 

expectation that we can identify at least one sufficiently reliable motor 
function that may then be used to control a variety of possible specially 
engineered outputs. It is conceivable that with further development and 
more sophistication of device operation and more accurate analysis of con- 
trol function, some prospect of improved communication exists for the more 
severely handicapped, cerebral palsied child. 

RATEONALE FOR STUDY 



Bie most severely physically handicapped children with cerebral palsy 
sorely tax the limits of our present rehabilitation treatment resources. 

In the larger therapeutic centers, we may expose the child to as many as 
six professional disciplines daily, all directed at teaching mpytTwnTn func- 
tion. When such intensive efforts fail to inrprove the child ?s function, 
after a reasonable trial, there has heretofore been little left to offer 
such a patient or his family, other than psychological supportive help.* 

The provision of electronic devices to provide possible function to such 
a handicapped child was the basic purpose of the study. Help of this type 
to the totally disabled patient might be eaqpected to provide him; 

(1) Some control of his environment; 

(2) Some means of communication \/ith the outside world; 

(3) -It might give him some control over machinery that could lead to 
a means of livelihood; and 

( 4 ) It might afford sufficient "success” at a task as to allow that task 
to take on meaning and hence to motivate continued practice on the child^s 

own time and pace. 
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During the course of the year's study, the following specific applications 
were apparent: 

A. Recreation 



!Ji3ie severely involved quadriplegic child has little opportunity to e:q)er- 
ience play or recreational activities; particularly to manipulate or con- 
trol toys. Design of a system of controls within his competence that in 
turn could he linked with toys or other pleasant output would have immed- 
iate application. 

B. Education 

Special Education will continue to he a major consideration in the total 
management of the child with cerebral palsy. Well-designed special classes, 
notwithstanding the child with a severe speech intelligibility problem with 
a little useful function in his hands for writing or typing, pose a very 
individual problem for the teacher. The provision of controls and devices 
that would enable the child to participate in and contribute to classroom 
interplay was estimated to have considerable inqalication. 

C. Communication 



The severely involved child who is anarthric requires a method of communi- 
cation if he is to experience anything approaching noimal developmental 
experience. Sufficient hand function may be present to allow writing or 
typing. In the majority of cases, however, severe speech involvement goes 
hand-in-hand with severe upper extremity disability. Such a child has 
then a multiple problem in communication. He can neither communicate ver- 
bally, nor by graphic methods. The provision of a prototype communication 
based on an electric typewriter was, therefore, one of the prime objec- 
tives in this project. 

D. Therapy 

Attempts to devise therapeutic avenues to inq>rove . muscle efficiency in 
strength and coordination in patients of this type are frustrating. The 
child has little function to start with, and motivation is difficult to 
achieve. Time -honored conventional therapeutic exercises have disappoint- 
ing results. 

The use of stimulating, entertaining output displays controlled by the 
child throu^ a sinq?le mechanism matched to his limited neuromotor funo- 
tion offered possibilities of arranging the geometry of the ccaatrol 
function in such a way that graded improvement in extremity range, in- 
creased speed and reliability of control mi^t be made possible by such 
manipulation of devices within the O.T. environiaent. 
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PROJECT’ DESIGN AND DEVELOPMENT 

The project was developed in the following phases 



I. Patient selection and evaluation. 

II. Switch and control design. * 

III. Patient/Cevlce interface: matching switch and patient. 

IV. Output characteristics. 

I. Patient Selection and Evaluation 

During the year covered by the study, a total of lOlf children vere adnltted 
to the Children's Unit of the Rehabilitation Center. Of this total, 77 
suffered from cerebral palsy. It was from this group that the project s^- 
ple was drawn. The types, degree of involvement, and age distribution of 
the project subjects are summarized in Table I. One patient admitted to 
the Adult Unit, age 23 / was used in the study. She was wheelchair depend- 
ent, with severe dysarthria, and severe upper extremity involvement. 



Degree of Neuromotor Disability 

Terminology to indicate degree of disability in the patient with cerebral 
palsy is subject to misinterpretation. Associated disabilities of mental 
retardation or convulsive disorders may be profound in a patient who from 
the neuromotor standpoint is but mildly handicapped. Degree of involve- 
ment in this study refers to the neuromotor aspects of the disability. Bie 
most meaningful measure or degree of disability probably is the Activities 
of Daily Living summary. All children in the study were evaluated on the 
A.D.L. scale attached (Appendix A). As wciild be expected, there is a hi^ 
degree of correlation between self-care functions involving sKilled hand 
use, advanced dressing skills, and hand functions such as writing. Chil- 
dren evaluated on the device controls were, for the most part, dependent 
in self-care in the areas of dressing. Some were independent or partially 
independent in the more basic skill of feeding. All patients dependent in 
eating and dressing would be classified as "severe involvement". Under 
this classification, children in the study were distributed as per Table I. 

Psychological 

Psychological evaluation was performed on all children in the study, 
and the findings were summarized in Table I. The patient must have suffi- 
cient intelligence to learn basic reading, spelling and understand the 
basic operation of the device. IQ ratings were not of themselves employed 
as a major criterion in our selection, as the majority of those selected 
showed brain damage with very erratic performance on IQ scales. Each 
patient who by reason of his disability seemed likely to benefit from the 
device was tried in the use of the switches. 

By trial methods it rapidly became apparent that mental maturity of six 
to seven years or first grade level is necessary to maintain interest and 
attention span. 
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Perceptual Status 



Problems of visual perceptual function, or vlsuo-motor perceptual diffi- 
culties would imdoubtedly be a factor in final performance, especially 
in the use of the typewriter output device with its demands on figure- 
ground discrimination and selection of appropriate letters and symbols. 
Measures of perceptual function in the fom of the Ayres and Prostig 
tests, were applied when appropriate. 

Language and Speech Development or Involvement 



Die subjects of the study were evaluated by the speech pathologist and 
audiologist. Presence of a central language disorder adds a further 
dimension to the disability pattern that was beyond the scope of this study 
to follow. One patient (M.B.) with language disorder and hearing loss was 
included in the early stage of the study. Not all children were tested on 
the typing device, which was delivered toward the end of the project period. 
During the phase of the study devoted to switch analysis and control 
nbility, there were children tested who had the abiUty to oommunlcate, but 
who suffered from severe motor disability. This group was tested for two 
reasons : 

(a) They could benefit from the use of the switches to operate other 
devices (book, movie projector, toys, teaching devices); and 

(b) The likelihood that a similar type disability mi^t later be en- 
countered in a child lacking communication. 

II. Switch and Control Design 

Theory: 

In a study involving patient control of output devices, the design theory 
of the switch or control was of basic and major concern. Two considera- 
tions were kept in mind. Obviously, to be effective, the switch design 
must allow a severely handicapped individual some prospect and assurance 
of control. On the contrary, however, there was the hope that we might 
gain insight and infomation on learning and skill training if we can 
develop skill in the individual during the process. The sophisticated 
machine is useless unless those whom it is designed to assist can be 
trained to control it. 

The most basic design possibility considered was an on-off switch. Muscle 
action leading to triggering a device, a relaxation resulting in the 
switch-off or the use of some other muscle action to switch off, demands 
that a pre-determined program is activated. It might be as simple as 
activating an electric train, and stopping it. It might be complicated, 
as in activating a computerized programmed arm activity, as in feeding. 
Project staff had e)^lored this avenue in a basic way in a prior device 
study (Ref. l) which evaluated one type of communication board, based on 
the simple operation of controlling an on-off switch. 

It was decided to concentrate on a control fom that was two-dimensional. 

Die view that all foms of non-verbal communication reveal the common 
property of two-dimensionality, was the basis for this decision. Draw- 
painting, writing, music -making, pointing with the finger playing 
‘•'board*' games; all have a two-dimensional nature; and it is the ability 
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to specify at a given time a position or direction in two dimensions that 
is necessary in order to participate in the language ananr^ar^s? 

f the position of an object is to point !St it, 
u this requires the measurement of angles "by a contro.l device* and in 
^y case, a h^dicaged individual is limited in his ability to^polnt 
accurately. Ihe next most natural specification of position, and certainly 

sSatS'of th^^^ '’"f verbalized, takes^“ fom ^ 

statement of the up-down, and left-right properties of that position Here. 

upon we are led to the fonn of the proposed devices Sd cont?o?s! 

movement, however small, implies' also the opposite or return 
action so that xf one can detect a movement at all, one is in a nosition te> 

dimension. Micro-switches and other^ensftive s^tch- 
....4.?®-,^?^®®® employed in such a fashion that almost any repeatable move 

“eSaf swiZerSa 

electrical control of two events in one dimension with a neutral or OFF eondi- 

th^faellltv “la-Position. Pairing two such movements together provides 

for the desired two-dimensional controls. !the pairs chosen do not 

“ “■ ^ • SI- 

ae advantage of switches over other forms of motion pickup is that thev all 
tove the common p^perty electrically speaking of opeS-cloLrratSL thlln^ 

switches as a control allows one to 
^ferln^Md^I?^ outputs without intermediate amplification or 

hloh allows the control to be used to operate devices run at 

atSn 1“ current or battery power. Ihus, standardlz- 

ftuion of th© controlling function is assured* 

Controls Developed 

A number of switch controls were developed: 

ii2+ operated by the fingertips or hand represented the 

application of the design. Ohis type of control concept has been 
applied to motorized wheelchr>ir control, and has been found effective. 

thi hea^*L°?wS®Ss!’^*“‘'*“' ® sensitive to the tilt of 



teith*a^"5Sf bf thelon^e^ *’®“ **'* 

(k) Pne^tic control regjilrlng blowing-sucking action on two tubes -nns 

Sye1sSresr^^"^“*^“ -*® ^^^d'-op^r! 

(5) Hemispherical Joystick (for palmar surface control). 
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I 

board with spatially dispersed controls of a magnetic tyne. 

activated by the patient bringing a magnet within a "trigger area" of the 
swjl wOh • 

variation was attached to an extended 
rod with a T-shaped dowel handle at the end, allowing a secure grip, util- 
izing finger flexion and being adaptable for different size hands. 

(6-B) Activator of simple dowel shape. 



I^-C) A 1 x2 magnet was taped in the palm or on the dorsum of the hand, 
^is was practical for testing. For permanent use, one would use a glove 
jath appropriate small pocket, or an -attached splint holder. In one child 
the magnet was attached to the foot. 



(6-D) a rod-shaped magnet was attached to the end of a mouth stick. 



The switch .elements themselves were made movable by attaching them to Velcro. 

and a board covered with Velcro, allowing infinite positioning possibilities 
to adapt to a given child. 

(7) Control board on which the k elements of the switch are separated and 
can be activated by a punch or direct pressure contact ("hom-button"). 

Summary of the Advantages of the Proposed Devices 

All controls were of a 4-switch type; hence standardization was possible. 
Standardization allowed: "■••wxc. 



(a) Device and control characteristics to be specified before development, 
making for minimal ejcpense of unfruitful development efforts. 

(b) All devices and controls interconnectible. 

(c) Other researchers may use the same standard connection form and try their 
devices or controls with the ones developed on this project. 



( 2 ) 

where 



All controlling functions are of the form: up, down, ieft, right - except 
the election has been made to separate control components* 



p) Many available devices, games, and toys may be operated by means of one 
to four switch closures. 



(4) Training of skill with a given control may be programmed, starting with 
a clear d^onstration of the control function, proceeding through the use of 

motivating property, leading to the eaiployment of the 
skill on a verbal" communication device with increasing sophistication. 
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III , Patient/Pevice Interface; Matching Switch and Patient 

' As a general procedure, all patien-tein the study were evaluated In their ^ility 
i to manipulate and control all the switches, unless it was obvious from clinical 

i knowledge and observation of the subject that he could not conceivably operate a 

? given switch. If there was any doubt, the switch was tried. In making these 

I Judgements, experience of the therapist played a part. Factors, such as grasp, 

both gross and flna^ ability to center the am and move th (3 extreiDity grossly I 

^ ovei* the area encompassed by the control hoards of devices 6 & 7/ were the first | 

I consideration. Head control in all axes, particularly head tilting, was observed; | 

i breathing control, ton^e control, lip control, all were measures that were eval- | 

uated in considering switch Ho. 4. I 

I If' 

I Positioning of the switch control in relation to the patient’s tiomk repeatedly 'j 

proved a critical detail, in order to place the patient in the most advanta^- | 

ous position to control the device. For the most part, children were tested in |l 

i whatever was their usual sitting or resting posture. This mi^t ® wneel- l, 

chair or walker. In certain cases we positioned the subject specially by plac- | 

[ ing prone on a stretcher to explore the effect of posture on relaxation and I 

i motor control. 

The t^le used to support the device was adjustg0)le in hei^t, to offer the most 
[ advantageous working position for the chi).d being tested. 

Switch No. 4 (air pressure) was adjusted in height to meet the needs of the 
I individual child . 

i In switches 6 & 7 the elements were placed in varying spatial re.lationships to 
one another, to adjust to the pattern or useful range of motion of the subject. 

I Laj^or 'd was used if the subject’s need called for this proximity and working 

I height . 

! 

! 

[ Control Testing - Summary 



Information collected and summarized; from this phase of the study was as 
described in Table II, Attached. 













Output Device in All Cases ,r 4 Llgthts 



TABLE II 



I 



Switch No* !,• large Joystick 
TIME 

Average of 2k requests for 
“Left, Ri^t, 14>, Down" given 
Child *s Initials randomly - Seconds* 



Errors per 
2k requests** 






S. N. 

T. O. 
B.A. 


1.1 

1.2 

1.9 

Switch No. 2, Mercury Head Switch 


0 

3 7/8 
2 11/12 


T.O. 


3.2 


7 


S.N. 


1.7 


3 


B.A. 


1.7 


8 




Switch No. 3> Tiny Joystick 




S.N. 


2.9 


7 


B.A. 


4.8 


5 



Switch No. 4, Suck»»Blow Switch 
No one was able to operate reliably. 



S.N. 

B.A. 



S. N. 
P.W. 
L.S. 

T. O. 
J.C. 
B.A. 



Switch No. 5 * Bell Shaped, Red 

1.25 

2.2 

Siwitch No. 6 & 6 a > Magnetic 
with T« shape Flat Activator 

1.1 

9-k 

5.0 

1.9 

5.0 

1.8 



0 

3 



0 

3 

k 

0 

1 

0 



I 




Slwitch No. 6 & 6 b - Magnetic 
With Dowel" shaped Activator 



S.N. 


1.3 


0 


P.W. 


4.0 


4 


L.S. 


6.0 


0 


T.O. 


2.5 


0 


J.C. 


4.3 


0 


B.A. 


3.3 


1 0 



*Time is the time elapsing between the request for “left, right, up, down” and 
the response. 

««Errors are those the chi3.d made in 2^ tries. But these are variable. Some days 
more — others less. We would need 100 or so tries, or an average of 5 days 
(2ii- a day) for accuracy. 
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Switch No. 6 & 6c - Magnetic with Bar Mdgnet 
Taped to Child's Hand as Activator. 




S.N. 




1.6 


0 


P.W. 




2.5 


6 


L.S. 






.. 


■J.P. 




3-7 


1 


T-0. 




1.4 


1 


j.cr 




4.3 


5 


B.T. 




3.0 


3 . 


B.A. 




2.1 


0 




Sw tch No. 7 - 


The 4 Horn Buttohs Switch 




S.N. 




1.1 


0 


P.W. 




6.0 


1 


L.S. 




2.9 


1 


T.O. 




1.2 


0 


J.C. 




6.1 


1 


B.T. 




5.0 


2 


B.A. 




4.3 


0 




Special Set-up 


Switch - No. 6 (Magnetic) 






With 6c (Bar Magnet) taped to foot. 




P.W. 




1.3 


1 




Specie^. Set-up Switch - No. 6 (Magnetic) with 






Rod- shaped Magnet Attached to Mouths tick 




P.W. 




1.3 


2 




Number of 


Average Time 


Average 


Switch No. 


Children Tested Seconds 


Errors 


1. 


3 


1.3 


1.3 


2. 


2 


2.2 


6.0 


3* 


2 


3.9 


6.0 


h. We tried 


3-^ children but no one could operate it reliably enough 


to mke testing practical 






5» 


2 


1.7 


1.5 


6. & 6a 


6 


4.0 


1.3 


6. & 6b 


6 


3.6 


0.7 


6. & 6c 


7 


2.6 


2.3 


7. 


7 


3.8 


0.7 







mssm 






iiisliili 






ail 






t 



I: 



i 









*■ 



E 



r 



I 



I 



I 



i 



I 



• Page Nine - 



COMMENT ON SmTCBES 



1. Joystick ; !Ihis control proved very efficient for a certain type of child. 
The subject vithout gross athetoid involvement of the proximal arm segnents, 
who co\ad center or maintain static am position reasonably well, found it 
possible to manipulate this switch; some by grasping the joystick handle, by 
a nudge of the thumb or other motion. For the grossly athetoid child, the 
control proved too sensitive, even vhen the handle was enlarged to five-inch 
length to allow more gross control. 



2. Mercury Head Switch ; This control has great flexibility of sensitivity 
control . Lateral bending motions of the head proved more difficult for the 
subjects than the nodding movement in an anterior plane. It is planned to 
design if possible a switch control sensitive to rotation movements. The po- 
tential of this switch has not yet been fully realized. 



3 * Miniature Joystick ; This switch was too sensitive and too small an excur- 
sion for hand control. Despite the theoretical possibilities of tongue control, 
we were unsuccessful in our attempts to prove the practicability of this par- 
ti ciilar type of control. 



Pneumatic Control ; No child in our study had sufficient control to operate 
this switch reliably'. We used the switch constantly, however, to train lip 
closure and sucking control, using mouth pieces of different diameters, working 
from a large to a smaller one in a progressive scale. 



The use of air pressure offers possibilities of adaptation to bulbs, syringes, 
and the ability to grade the sensitivity of the control by air-release, "valve 
adjustment, alteration of the tube bore, suggests the need for further explor- 
ation of this control. 



5 * Hemispherical Joystick ; Two subjects only could operate this control suc- 
cessfuiiy. The fine tilting motion necessary was too difficult for the majority 
of subjects. 



6. Magnetic Switch ; Using the various adaptations described, this switch 
proved the most adaptable for the majority of athetoid children. The possi- 
bility of wide and variable separation of the four switch elements proved a 
very valuable compensation feature for the athetoid child with involuntary 
and often gross movements. Tlie bar magnet taped in the child's hand (6-C) 
proved to be the best activating mechanism. The child did not need to con- 
centrate on holding the activator, and involuntary supination did not prove 
a problem. A difficulty occurred, when in traveling from one switch position 
to the next, the child might accidentally trigger an imintended switch by 
passing too closely with the magnetic field. To avoid this required a pattern 
of elevating the outstretched arm, a movement pattern many found difficult to 
perform. Variations 6-A cuid 6*B proved more demanding of hand and forearm 
control. 
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7. Horn Button: This switch proved balky and did not perform as well as was 

hoped for. Ohe button control idll require further refinement. 



Cases of failure In controlling switches in many cases was due to short atten* 
tion span and/or insufficient motivation or intelligence. 



IV. Output Devices 



The original proposal conceived of a series of outputs, starting on a relavi e y 
simple level, and proceeding to greater degrees of sophistication, while retain- 
in^the basic two-aimensional control concept. Ibe following outputs were con- 
structed and evaluated. 



1 . Display Board with Four Ughtbulbs : 



This sinq»le device allowed a very graphical d^nstration of im^dia^ out- 
put consequency of a control movement. A basic hypothesis w^ tested the 
earliest phases of the study, through this display device. JDie concepts of 
up-down, left-right often proved most difficult to test in the young, non-verbal, 
severely handicapped child. It was possible to establish ^dth accwacy in the 
majority of children the understanding or lack of understanding of this ooncep , 
by^appropriate manipulation of the display board. The use of the ^ 

teaching device was demonstrated in the special 

symbols, letters, pictures in relation to the various ^ ® lae use 

child to choose from four alternatives by appropriate switch control, ine u e 
of such a display li^t board as a teaching device in the classroom nay have 
sUerable pSe, aS is worthy of continued study. display » 

measure used in all of the tests of the switch control. U 

request at random that the child light a specific bulb, up , ^ ' 

or "right" . Inserting bulb of different color provided more motivation and also 
served in an educational setting where color recognition could be tested, when 
we were certain of the child *s reliablity in switch control. 



2. Etch»A-Sketch. Drawing Toy: 



A specially wired pair of motors was designed, capable of hei^ easily placed 
over the control knobs of this commercially available item. The “otors were 
reversible, and were controlled by the switch control, m^ing possible con ro 
of the stylus in the directions up, down, left, ri^t. It provided an oppor- 
tunity for the first time to make a line drawing. 



Patterns of movement to be followed by the patient could be placed on the 
surface of the Etch-A-Sketch, enabling an element of skill and training to 
be introduced into the control process. 
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3 . Strip-Projector ; 

A strip-projector belonging to one of the study patients was modified so as 
to be adaptable to the project switches, and proved controllable by the 
patient B.T., a severely involved athetoid patient. In this instance, read- 
ing material had been transferred to film page by page, and brou^t this 
activity within the scope of a patient who was quite imable to read a book; 
and this seemed worth consideration as an alternative to the commercially 
available page -turners, 

k. Electric !iypewriter Control Device ; 

Ultimately an electric typewriter control device was design and built, in 
which 32 characters are displayed on a 4 x 6 matrix with a li^t behind each. 

Any symbol position in such an array may be specified uniquely by five binary 
choices (yes/no, on/off, etc.). One asks first, let us say, whether the 
desired character is ri^t or left of center; then whether it is in the upper 
or lower half, and so on. An “"M", for example, mi^t be the lower ri^t-hand 
character in the left half of the upper left-hand quadrant and would therefore 
be specified as "left, up, left, down, ri^t". As each directional choice is 
made, half of the remaining li^ts go out so that the’ sequence terminates with 
only the one desired being lit. Further motions cause print or reset, etc, 
Eventually the code would be learned well enou^ so that the display board would 
be unnecessary. The advantage over Morse Code is that the proposed code is eelf- 
teaching and requires no special timing skills. A fast, experienced operator 
may use the same "decoder" as a slow first-timer. The advantage of immediate 
feedback and observation of errors made before print -out is a big advantage over 
Morse Code. 



In addition, the circuitry is very simple and the "decoder" is the display 
device itself. (See attached diagram) 



Once the skills of operation of the controls have been acquired throu^ use of 
one or more of the output devices, they may be applied to the operation of any- 
thing which may be controlled by one to four switch closures. The four output 
closures need not have a common effect but may be used separately, as in con- 
trolling a tape recorder suitably equipped. The ultimate xmiversality of com- 
munication skills becomes evident once they are developed. 

This device was completed and delivered toward the end of the project period, 
and a total of four subjects were tested on the unit by the teimination date 
of the project. 



B.A. ; This subject after two hours practice was tried on length of time needed 
to print one letter (five motinns for letter selection, plus one to print) 
-average time per letter - 11,0 seconds, 

P.W. ; This severely handicapped boy suffering from deafness in addition to his 
motor difficulties, was found not to have reliable concepts of up/down, left/ 
ri^t. He will be repeatedly exposed to the device during his special deaf 
education residence in the Behabllitatlon Center. 
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j J^. : A total of 4 hours concentrated effbrt failed to result in reliable 

f ot operation of the typing device; this despite the 

[ fact that in preliminary evaluation and training on switch control and liAt 

f bulb display he learned this concept. 

[ ImS.; 7i hours concentrated individual practice. Best time on an individual 

! letter was 19 seconds. Slowest time was 40 seconds. Average time on a trial 

of 15 letters was 22,9 seconds. 



i CONCUIBIONS: 

I 

I A detailed es^erlence was obtained in a clinical setting^ of a group of 12 

and one adult. Ihe unities of the severely handicapped athetold 
i child to control mechanical devices was studied. There was indication that 
I continued study of switch control and careful analysis of the severely handi- 
j capped child s residue.l motor skills may offer more hope to the severely 
handicapped individual of controlling his environment to the point that he 
I may comunlcate better^ profit more in the special classroom^ enjoy more of 

I recreational activities by controlling toys. Pbr the physician or therapist 

or teacher there is the opportunity to work with a child in a meaningful way. 

I in that simple therapeutic contact can be made even in the profoundly handi- 

^ capped chlld^ using special controls and motivating outputs. 

I Jfore study will be needed to assess more accurately the influences of atten- 

Won span, mental maturity, on the process of ejq)osing a child to gadgetry of 

i Vi "be required to probe for a variety of outputs that 

I Will be stimulating and meaningful for such -.a child. Recreational devices 

i during the project. Very valuable insist was 

I gained in this place however, by a convenient study in conjunction with Thayer 

I School of Elngineorlng in Dartsmouth College/ which e^xplorecl the design of 

recreational devices suitable for the handicapped child. 

I me experience gained by the project staff was invaluable. Basic information 

i MS been obtained and documaited that may be of use to future observers in 

I this field . 



Ref 1- Miller, John, OTR •■Electronics for Communication, The American 

Journal of Occupational Iherany . January/February,' i9&. 

vbl. XVIII, Ho. 1. ^ > 
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APPENDED M(XEB - from Project Engineer, Avery R. Johnson, Ph.D. 

A retrospective view of the project in its more mechanical and functional 
aspects reveals a shift in teleology that could not have been anticipated 
because of the presumed specificity of function of the proposed devices. 
Recently published papers* in the fields of experimental psychology and 
neurophysiology necessitate a renewed appraisal of the methods of training 
handicapped children in concept formation and language development. 

With reference to this project in particular it is apparent for a number 
of reasons that the typewriter-controller is far too ambitious and complex 
a device for the purposes it was intended to subserve. Not only was the 
required amount of time for development and component cost sorely under- 
estimated at the outset, and the continuing problem of maintenance unfore- 
seen or ignored, but it is in form and function too sophisticated in some 
senses and not enoui^ so in others. Die funds and time would have far better 
been spent on more, simpler controls and instruments. However, a number of 
the separate circuits and coir^enents show promise of being qjuite useful in 
the future, and the apparatus as a whole does operate as intended even 
though the emphasis on its use is attenuated. The designer and builder, 
instead of writing a detailed use and repair manual, finds it more practical 
to make periodical visits to Crotched Mountain for repair and modification 
of the machine. 

CJne modification that is suggested auid will probably be effected this year 
is a change in the first-step protocol of the operation. Immediately after 
RESET the user is presented with the four choices: UP means Space; DOWN 
means Carriage Return; lEPT and RIGHT are the first choice in a character 
search and shift the operation to the next four binary choices of character 
position. For a subject with inprecise or spastic control of the switches 
available to him, there is the ever-present danger of an unintended space or 
carriage return before each letter. A spacing error can be corrected by the 
laborious specification of a back-space while the carriage-return error can- 
not be corrected in any WEiy without physical intervention on the typewriter. 
Therefore it would seem wiser to make space the result of a \miq,ue up-down 
sequence, so that unintentional operation is improbable but repetition is 
not difficult, and relegate Carriage Return to the character board where it 
is fairly safe from misuse. Backspace could easily be sacrlfled — - in fact, 
the easiest change is just to Interchange to two. 

Ohe motorized Etch-A-Sketch board is still a potentially good recreational 
device but the line made by the stylus should be broader for better visi- 
bility and the motors should be adjustable in speed. The stilus modifica- 
tion is not one the manufacturer is likely to make on a limited quantity of 
boards and customer disassembly of them is potentially disastrous because of 
the quantity of fine powder inside. However, a technique mi^t be attempted 
whereby the stylus is cranked off to an extreme comer position, a small 
access hole drilled just distal from it, and a small wad of felt placed on 
the stylus from them, after which the hole could be sealed with wax or glue. 
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- Page Fourteen - 

As for the control switches themselves, the original Intent was to make them 
operable with a minimum of effort or movement. However, as the project pro- 
gressed, requests were made for switch arrangements requiring more movement 
and less precision. In view of the overall purposes of the project, the 
latter requests appear now to be quite valid. At the outset of training users 
on the switches, it was apparent that the directional concepts were poorly 
established in them and since the main idea seemed to be to elicit correct 
and zapid operation of the devices in achieving their output functions, the 
best Instructional procedure .‘appeared to be that of requesting that this 
li^tbulb be lit rather than saying **push the switch Left*\ dhe latter com- 
mand would direct the subject's attention to the switch where little motion 
was evident, the fomer to the llg^tbulb where the desired result was to 
arise. It is now apparent, however, that the reflexology involved in geo- 
metrical concept-fozmatlon and in the development of language skills is so 
lnq)ortant to promote in the subject, that hls use of a control requiring 
large movements under hls own observation is indicated. Further development 
of switch combinations should be made in this direction and provision 
included where possible for the adjustment of the precision of movement 
required for switch activation. 



*Held, R., Plasticity in Sensory-Motor Systems, Scientific American, 1963 1 
Vol. 213, No. 3, Pp. 84-94. 



I 



Geschwind, N., Disconnexion Syndromes in Animals and Man, Brain, Vol. 88, 
Parts II and III, 1965, Pp. 237-294, 585-644. 










CROTCHED MOUNTAIN REHABILITATION CENTER 
ACTIVITIES OP DAILY LIVING 
ADL EVALUATION 



Name I 


Ib.d. 




Age 


Adm.Date 


Address | 


jDiagnosls 


Vocation 


Contraindications to activities 



CODE: 



"• Independent 
-• dependent 

- physical assistance 
« moderate physical assistance 
« maximum physical assistance* 

« verbal assistance 

- moderate verbal assistance 

- maximum verbal assistance 

- vith supervision 
L.Ex. - lack of experience 
N.A. - not applicable 

N.P.T.- not practical length of time 
D - dressing 

UD - undressing 

q - s - specify c or s’ braces (with or without ) 

• circle, if more than one activity listed 



X 

0 

p 

pi- 

p2 

V 

vi 

V2 

s 



I. Bed Activities: 



1} Roll side to side ....... 

2) Prone to supine «... 

3) Supine to prone . . 

4) Sit erect on bed 

5) Procure objects on night stand 

6) Assume long sitting position . . . 

7) Maintain long sitting position . . 

8) Come to sitting position with feet 

off 

9) Manage pillows and blanket . . . . 

10 ) 

U) 

12 ) 



bed 



Adm.Ev.Date 


Re.Ev. Date 


Disch. Date 











































































Comments : 



APPENDIX A 
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ADL EVALUATION - 2 



II . Wheelchair Activities ; 

1) Propel; fprward, backward, turn . . . 

2) Open: go through and close door . . • 

3) Up, down ramp 

4) Turn to left and right 

5) Lock brakes 

6) Unlock brakes 

7) Swing out footrests . 

8) Swing in footrests 

9) Put on armrests 

10) Manage pushups 

n) 

12 

13) 

14) 

15) 

16) 

Comments : 



Adm.Ev.Date 


Re.Ev. i)ate 


Disch. Date 
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SELF CARE ACTIVITIES ; 

A. Eating ; Dependent ; Independent; 




Sucking (type of straw) 

Drinking Cup (glass) 

Open Jaw on co mmand • 

Close Jaw, retain food 

Close Jaw, retain liquid 

Bite •••••••••••••*•••• 

Chew •••••••••«••«••••• 

Jaw motion only » 

Swallow solid food 

Swallow semi-liquid 

Use knife, fork and spoon . , . . o . . 

Get food to mouth 

Scoop c spoon 

Cut meat 

Use knife for spreading . . 

Jaw-tongue co-ordination 



Adm.Ev. Date 


ReEv. Date 


Disch. Date 

































































































































Comments : 
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ADL EVALUATION - 3 



PERSONAL HIGXENE AND GROOMXR’G 



(Toilet Activities) 



Independent 



Dependent 



1) Comb, brush hair 

2) Brush teeth . . 

3) Manage toothpaste . 

4) 'Manage cup 

5) Turn faucet 

6) Wash and dry face and hands 

7 ) Wash & dry extremities & body 

8) Take bath . . 

9) Take shower . . 

10) Wash hair 

11) Apply cosmetics (make-up) . . 

12) Shave . 

13) Rinse mouth . . 

li) Use urinal . . 

15) Clean self after BM . . . 



Adm.Ev.Date 


Reev. Date 


Disch. Date 





























































































Comments : 



TRAN^ERRING 
"TT^Bed^to^ wheelchair 

' (Wheelchair to bed 

g\ (straight chair to wheelchair . 

* (l-Jbeelchair to straight chair . 
3) (Soft chair to wheelchair . . . 
(Wheelchair to soft chair . . . 

(Toilet to wheelchair 

h) (wheelchair to toilet ..... 
(Adjust clothing before & after 
(Tub to wheelchair ....... 

' (Wheelchair to tub 

g\ (Shower to wheelchair 

(Wheelchair to shower 

(Mat to wheelchair 

(wheelchair to mat ....... 

Q\ (Wheelchair to car 

' (Car to wheelchair 

q\ (Wheelchair in car 

(Wheelchair out of car . . . . . 

10) I 

11) ( 

12) ( 

Comments : 



Adm.Ev. Date 


Reev. Date 


Disch. Date 


































, 




















f. 



































































































I 



er|c 



hiaifiiifftaiTiaaa 


























wmmmmmm 









& 

fj 

'r 

‘ 



; 

I 



i 



I 

4 







I 



I, 



I 

I 



P 













m EVALUATION - 4 

DPESSING S KILLS ! Dependent Independent 



Dressing & lfadressing( specify ) 

1) Dress ..... Slacks . . 

2) Skirt 

3) Slip-over garment 

4) Shirt Blouse . 

5 ) Bra Undershirt . 

6) Panties . . .Undershorts . 

7) Stockings Socks 

8) Bow tie necktie 

9) Shoes, lace, buckle, slipon 

10) Coat jacket 

11) Braces 

12 ) 

13) 

14) 



Comments : 



Adm.Ev. Date 


Reev. Date 


Disch. Date 
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r FASTENINGS: Independent 

t: “ 

I 

I 

I 1) Buttons 

f 2) Zippers 

I 3) Snaps 

S 4) Hooks 

I 5) Buckles 

I 6) Velcro 

I 7) Back of clothing 

I 8) Adaptations - adjustments 

i 9) 

r 10) 

I 11 ) 

Comments: 

?«. 

! 

i 



Dependent 



Adm.Ev. Date 


Reev. Date 


Disch. Date 
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BRACING: 



Type 



ADL EVALUATION - 5 
Independent Dependent 



A. Unbuckle and Buckle: 

l) Pelvic band 
2!) Thigh band (pads) 
3) Knee pads 
h) Ankle strap 

5) Calf band 

6 ) 

7) 



Adm.Ev.Date 


Reev. Date 


Disch. Date 
















































Can remove 
How? 

Can get into braces 
How? 



8) Lock - unlock 

9) Attach to shoes 



Comments i 



KNIGHT SPINAL 



1) unlace & lace corset 

2) unhook & hook strap 



Comments : 



BACK CQ^ETl 



1) place properly 

2 ) hook - unhook 

3 ) tighten straps 

4) remove corset 



Adm.Ev. Date 


Reev- Date 


Disch. Date 
















Adm.Ev.Date 


Reev. Date 


Disch. Date 



























Comments : 
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i ^X^IPMENT USED: 
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Braces ; 

1) Shol*t leg - double 

2) Lon^ leg - double 

3) Pelvic band 

4) Khl^t spinal 

5) Other — 

6 ) 



C rutches : 



1. Axillary 

2. Lof strand 

3. Canes 

4. None 

5 . Other 

6 . 
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ADL EVALUATION - 6 



Gait ; 1. Swing- to 

2. Swing- through 

3 . Four-point 

4. Other 

5 . Hemi 

6. Quad. 

7 . Para. 

8. 



Other; 
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Comments : 
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Switch # 
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Display Board Output 






Type writ ter - Output 
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